INCREASED interest in the heart sounds in recent years has led to attempts to obtain better correlation between the sounds and mechanical events within the heart than can be provided by external recording of pulses and sounds. One method is the simultaneous recording of external heart sounds and intracardiac pressures during cardiac catheterization. Recently the recording of intracardiac sounds by means of the intracardiac phonocatheter has been used in an attempt further to refine interpretation. 2 Such methods have proved to be very useful.
For the past year we have been recording simultaneously external heart sounds and intracardiac pressures in a large proportion of routinely catheterized patients. We have observed that heart sounds may be produced by movement of the cardiac catheter within the heart, and that such sounds may lead to errors in interpretation of the phonocardiogram obtained during catheterization. Because of the increasing use of phonocardiography during cardiac catheterization, especially with the intracardiac phonocatheter, we think it of some value to report our findings regarding the incidence, characteristics, and mechanism of production of such catheter-induced heart sounds.
MATERIAL AND METHODS
Of a total number of 132 patients catheterized in this laboratory over a period of a year, 57 will be considered. All these subjects had simultaneous From 
CLINICAL OBSERVATIONS
The records of 18 of the 57 patients studied were found to show an extra heart sound. In all cases, this was loudest along the left sternal margin at the second or third intercostal spaces. The sound was clearly audible to auscultation over this area.
In 17 of the 18 cases, the extra sound had the following characteristics: 1. It had the same pitch and duration as a second heart sound. 2. It was noted only when the catheter tip appeared to be in the right ventricular outflow tract, or during withdrawal of the catheter from pulmonary artery to right ventricle. In 7 cases, the extra sound was noted only in 1 or 2 heart cycles during the withdrawal, but in the other 10 cases it occurred repeatedly during the period in which the catheter tip seemed to be in the right ventricle. 3. It occurred in early diastole as shown in the example in figure 1 . There was no fixed interval between the second heart sound and the extra sound. From subject to subject and even in the same individual there was often a varying relationship between the second sound and the extra sound ( fig. 2) that the recorded pressure drops suddenly. The sound is related to the same events. The presence of the catheter does not prevent a normal second pulmonic heart sound, but withdrawal of the catheter produces an extra valvular sound.
We have on several occasions noted such a back-and-forth movement of the catheter tip across the pulmonary valve during highspeed cineangiocardiographic studies.
Other factors that might have affected the production or incidence of this extra sound were considered. The sound occurred with all sizes (5F to 1OF) of cardiac catheters. Age seemed to be no factor, since the range was from 4 to 47 years. The extra sound occurred with a variety of cardiac abnormalities, including 6 with atrial septal defect, 5 with interventricular septal defect, 4 with mitral stenosis, and 2 with primary pulmonary hypertension. There seemed to be no relationship to left-to-right intracardiac shunts, since 6 patients had no shunts, 7 had moderate-tolarge shunts, and 4 had balanced left-to-right and right-to-left shunts. The 1 factor that appeared to be of some importance was that of pulmonary hypertension, a pulmonary artery systolic pressure of greater than 40 mm. Hg being present in 12 of the 17 cases, a greater incidence than would be expected from the material usually studied in this laboratory. Nevertheless, the existence of pulmonary hypertension was not essential for the produc- In spite of the occasional appearance of a pressure artifact due to the catheter tip 's passing from the ventricle to the atrium during systole, no coincident extra sound was noted in any case.
EXPERIMENTAL OBSERVATIONS
In view of the findings in patients, we thought it desirable to attempt the experimental production of heart sounds by means of the cardiac catheter, and to verify the valvular origin of the sound.
1. The intact hearts and great vessels from 2 recently killed normal dogs were used. In each, the pulmonary artery was cannulated and attached by means of plastic tubing to a small reservoir of water. A pressure of approximately 25 to 30 mm. Hg was maintained in the pulmonary artery, which kept the pulmonary valve cusps tightly closed.
Pressures within the right ventricle and pulmonary artery were recorded by means of a cardiac catheter inserted through the right ventricular wall. Sounds were recorded by means of the equipment described above, the microphone being carefully placed over the main pulmonary artery. During the procedure, pressures and sounds were recorded sioccurred only when catheter was in pulmonary multawieously while the catheter tip was being moved slowly or rapidly in and out of the pulmonary artery, through the pulmonic valve.
In both hearts the passage of the catheter tip through the pulmonary valve, in either direction, caused loud sounds to occur. An example is shown in figure 6 . The high intensity of sound at the pick-up site is demonstrated by comparison with the apex sounds of a normal human adult taken with the same equipment and at the same amplifier setting.
The main factor in the production of the sound seemed to be the setting of the tensed valve cusps into vibration by insertion or withdrawal of the catheter tip. The size of the catheter was unimportant as far as sound production was concerned, as was the position (lateral or central) of the catheter in the valve. The speed of withdrawal was important: when fast, a sharp sound was generated; when slow, no sound was recorded but the presence of the catheter tip in the valve produced pulmonic insufficiency and the associated murmur ( fig. 7) .
2. A similar experiment was performed with another excised canine heart with use of the aorta valve. Here again, passage of the catheter tip across the valve yielded sharp, loud sounds. DIscussIoN
It is apparent from these findings that the presence of a catheter in the heart can bring about the production of true valvular heart FIG. 6 . Sounds generated at the pulmonic valve in an excised dog heart when catheter tip passed rapidly back and forth between right ventricle and pulmonary artery. Pressure tracing shows abrupt fall in pressure as catheter tip passes across closed pulmonic valve. Lower tracing of normal adult human apex sounds taken with same equipment and amplification shows the high intensity of the sounds induced in the dog heart. sounds. The coincidence of the pressure artefact and the extra heart sound, and the experimental findings are strong evidence in favor of the postulated mechanism as the cause of the diastolic extra sound found inl most of our subjects. Further support comes from the demonstration by high-speed cineangiocardiography of a back-and-forth movement of the catheter tip across the pulmonary valve.
Since sounds were caused in the excised hearts both by insertion and by withdrawal of the catheter across the pulmonary valve, it may be questioned why only withdrawal caused a sound in the human subjects. The explanation undoubtedly lies in the fact that in the excised heart the valve was closed during both insertion and withdrawal, and was therefore capable of producing sound with both, whereas in the beating heart, systolic opening of the valve occurred before ventricular contraction pushed the catheter through, and therefore no sound could be generated.
It is interesting that no diastolic sounds were produced in cases with pulmonic valvular stenosis. We have no definite explanation for this observation, but there are 3 possibilities: 1 oil the use of the phonoeatheter iu mail, did not discuss the development of the extra sounds reported here, but did iuention that when the catheter tip was ill contact with the inner wall of the heart or valves, loud klnockincg sounds were obtained."
The fact that such artificial sounds as those described call be produced by the intracardiac catheter suggests that some caution uiiust be used in interpreting the findings of initracardiae phonoeardiography in other resl)eets. It is l)ossible, for example, that systolic murmurs recorded in the pulmonary artery could be produced or accentuated by the catheter. In1 1 )atient, studied in this laboratory, with a steiiosis of the right branch of the pulmonary artery, the presence of a catheter in the area of stenosis led to all accentuation of the murmur.
The frequency of extra sounds noted in this study indicates that the back-and-forth movement of the catheter tip across the pulmonary valve is not an unusual occurrence durilig cardiae catheterization, and, in fact, ani additional 5 patients of the 57 studied showed the pressure artifact without recordable sound production. This catheter movement is of some practical importanee ill routine cardiac eatheterization, for what is thought to be a high right ventricular blood sample may ill reality be a mixture of ventricular and pulhonary artery bloods. Such a finding ill a patient with patent duetus arteriosus might lead one to suspect wrongly a ventricular septal defect or pulmionie insuffieienev. SUMMARY In 18 of 57 patients who had phonocardiogranms recorded during diagnostie cardiac catheterization, an extra heart sound was recorded. Ill 17 of the 18, the extra sound was in diastole, and could be identified by its timing and its association with a characteristic lressure tracing. Movement of the catheter til) baek and forth across the pulmuonie valve during the heart cycle is thought to be responsible for production of the sound and the pressure artifact. Experimental studies in excised canine hearts showed that catheter passage across the pulmonary or aortic valves induced similar sounds, and also murmurs.
In an eighteeinth patient, one with valvular pulmonic stenosis, catheter movement in the pulmonary artery appeared to be the cause of an extra heart sound in systole. The diastolic sound was heard in none of the 10 patients with pulmnonic stenosis.
The fact that such artificial sounds can be produced by the intracardiac catheter suggests that some caution must be used in interpreting phonocardiograims obtain ed during cardiac catheterization.
The frequency of the back-and-forth movement of the eatheter across the pulmonary valve suggests that not uncomnIlo y w-hat is thought to be a highli righlt ventricular blood sample is in reality a mixture of ventricular and pulmonary artery bloods. This 
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Incidence of the Disease.-As noted long ago by Sir Gilbert Blaine, angina pectoris is a rare affectiouI in hospital practice. Gairdner criticises this statement rather sharply, and yet I think that a Illajority of hospital physicians would be found to support it. During the ten years in which I lived in Montreal, I did not see a case of the disease either in private practice or at the Montreal General Hospital. At Blockley (Philadelphia Hospital), too, it was an exceedingly rare affection. I do not remember to have had a case under my personal care. There were two cases in my service at the University hospital. During the seven years in which the Johns Hopkins Hospital has been opened, with an unusually large "material" in diseases of the heart and arteries, and with many cases of heart pain of various sorts, there have been only four instances of angina pectoris. You will find the statement in Fagge's Practice (third edition, vol. ii, p. 26) that the "writer has never seen classical angina in hospital practice." On the other hand, an individual consultant may see within a year more cases than occur in all the hospitals of his town within the same period. In corroboration of this striking contrast between the incidence of angina pectoris in hospital and consulting work I may refer to the statistics of the Edinburgh Royal Infirmary, in which for the two years covered by the Hospital Reports, 1893 
